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Evaluation  of  PVDF  Piezopolymer  for  Use  as  a  Shock  Gauge 

PlYUSH  K.  DUTTA  AND  JOHN  KALAFUT 


^RODIJCTION 


About  a  century  dgo,  piezoelectric  solids  such  us 
quartz  and  ceramics  were  discovered.  They  have  been 
since  used  as  phonograph  pickups,  transducers  and 
spark  igniters  for  gas  stoves,  among  other  things. 
However,  they  aren’t  universally  usefui.  Because  of 
their  brittieness,  it  is  difficult  to  make  them  into  com¬ 
plex  shapes,  and,  because  of  their  high  stiffness,  they 
vibrate  for  a  long  time,  which  is  undesirable  in  applica¬ 
tions  where  rapid  damping  is  required.  \ 

In  the  late  1960s  the  piezoelectric  property  of  poly- 
vinylidene  fluoride  (PVDF)  was  discovered  and  its 
potential  use  in  sensors  became  apparent.  Now,  a 
commercial  PVDF  film  (Kynar* )  is  available  In  thick¬ 
nesses  ranging  from  28  to  1 10  pm.  yhie  material  has 
several  attractive  properties — including  light  weight, 
flexibility,  high  respon.se  time  and'u  wide  frequency 
range — that  make  it  superior  tocerdmic  orothercrystal- 
line  piezoelectric  materials,  It  is  s6  pliable  that  it  cun  be 
shaped  into  just  about  any  configuration  without  its 
piezoelectric  capability  being  degraded.  High  humidity 
has  no  effect  on  its  characteristics.  PVDF  film  is  better 
than  quartz  or  ceramic  us  a, transformer  of  mechanical 
energy  to  piezoelectricity  or  vice  versa.  Table  I  lists  the 
mechanical  and  electrical  propenies  ofthe  KynarPVDF 
piezofilm.  Table  2  compares  several  key  properties  of 
this  film  with  those  of  other  well  known  piezoelectric 
materials. 

OneofthemujorudvantugesofKynurpiezcil'ilmisits 
low  acoustic  impedance  (about  1.9  x  10'’  kg/m^  s), 
which  matches  very  well  with  the  acoustic  impedance 
of  most  .soils  (4.6  X  10''to  l,8x  10''kg/m^s),  and  thus 
makes  it  an  excellent  candidate  for  a  soil  shock  gauge. 
This  report  will  discuss  the  use  of  this  material  In  thede- 
velopment  of  shock  sen.sors,  which  will  be  used  for 
measuring  shock  waves  in  frozen  soil. 


BACKGROUND 

'^he  phenomenon  of  a  material’s  dimensions  chang¬ 
ing  when  it  is  subjected  to  an  electric  field  is  known  as 
piezoelectricity  (from  theGreek  piezo  tor  pressure)  and 
has  been  defined  by  Cady  (1946)  as  polarization  of 


electric  charge  produced  by  mechanical  strain,  the  po¬ 
larization  being  proportional  to  the  amount  of  strain. 

The  reverse  is  also  true — an  applied  charge  will  induce 
a  mechanical  strain  in  f.ie  material^^  similar  effect 
known  as  pyroelectricity  is  also  induct  tfUbmc  mat6>^  f  , 
rials — when  heat  is  applied  or  removed,  the  induced 
electricity  is  again  proportional  to  the  level  of  thermal  tj  ^ 

change. 

By  far,  PVDF,  whose  molecular  repeat  formula  is  ^ 
(CHj-CFj)|^,  exhibits  the  strongest  piezoelectric  and 
pyroelectric  activity  of  all  known  polymers  (Lovinger 
1983,  Chutignij  1 986).  The  discovery  that  a  piezoelec¬ 
tric  property  cou.d  be  induced  in  PVDF  was  first  re¬ 
ported  by  Kawai  (1969):  Bergman  (1971)  discovered 
the  pyroelectric  effect. 

Like  alt  piezoelectric  materials,  PVDF  consists  of 
countless  dipoles  (regions  of  positive  and  negative 
charge)  in  random  orientation.  But,  by  a  process  culled 
poling,  the  dipoles  align  by  stretching  and  heating  in  the 
presence  of  an  electric  field. 

In  application,  PVDF  piezofilm  is  a  composite  struc¬ 
ture,  in  which  the  PVDF  film  Is  .sandwiched  between 
two  metallized  films  (Fig.  I).  When  a  voltage  of  proper 
polarity  is  applied  to  the  composite  film,  the  film 
becomes  thinner  and  elongates,  whereas  with  a  voltage 
of  opposite  polarity,  the  film  contracts  and  thickens.  On 
the  other  hand,  if  the  film  is  mechanically  elongated,  say 
by  application  of  pressure,  voltage  will  be  generated 
with  appropriate  polarity  (Fig.  2).  In  a  similar  manner, 
if  negative  pressure  (vacuum)  is  applied  to  the  film,  the 
opposite  polarity  voltage  will  develop.  Thus,  a  recipro¬ 
cating  force  (or  pressure)  will  result  in  an  alternating 
voltage  output. 

It  .should,  however,  be  noted  that  the  electric  charge 
that  is  developed  across  the  electrodes  is  proportional  to 
the  change  in  mechanical  stress,  and  that  this  charge 
dissipates  through  the  Him  material  with  time.  Thus, 
measurement  must  be  made  within  a  short  time  after  the 
charges  are  generated.  There  is  another  difficulty;  the 
electronic  circuitry  at  the  measuring  interface  also 
provides  a  path  for  such  dissipation,  so  it  is  essential  to 
develop  and  use  suitable  electronics  for  precise  meas¬ 
urements. 

Like  ail  piezoelectric  materials,  PVDF  is  al.so  uni- 
.sotropic;  thus,  for. systematically  referencing  its  proper¬ 
ties.  it  is  convenient  to  use  a  three-dimensional  coordi¬ 
nate  .sy.stem.  Figure  3  show;,  this  coordinate  system. 


'Pcnnwiili  liic..  Kliiif  nl' Prussia.  Pennsylviiiiia. 


Table  1.  Typical  room-temperature  properties  of  Kynar  piezofilm  (Pennwalt 
Corp.  1983). 


Cupucilancc 

C 

4l7pF/em’(28-pm  film) 

Spcciric  heat 

c. 

2.4  X  IO*J/m'K 

Mass  density 

p 

1.78X  lO^kg/in’ 

Thermal  conductivity 

a 

O.I3W/mK 

Class  transition  temperoture 

-40*0 

Young's  modulus 

s. 

2  X  10*  N/m’ 

Compressive  strength 

.S5-70X  |0*N/ni^ 

Tensile  strength 

^11 

1 60-3.10  X  IO'’N/m^ 

^t 

30-35  X  10*  nW 
1.13-2,2x10-' m/s 

Velocity  of  sound  (transverse) 

Piezoelectric  voltage  constants 

*11 

0.2l6(N/m)/(V/m*) 

*tj 

O.OI9(N/m)/(V/m^) 

*11 

-0,339  (N/m)/tV/m^) 

*h 

-O.I04(N/m)/(V/m’) 

*1 

-0.207  (N/m)/(V/iti^) 

Maximum  opemling  temperature 

80»C 

Minimum  operating  temperature 

-40»C 

If  tension  is  applied  to  the  l-l  direction  or  the  2-2  tion.  The  constant  value  is  expressed  in  volts  per 

direction.  surtuce3-3isfrectocontructundchurge.s  will  meter  per  newton  per  square  meter  (V/m)/(N/m^). 

develop  on  these  3-.3  surfaces.  Also,  if  a  pre.ssure  is  For  Kynur  piezofilm  the  value  of  .i,'„  varies  from 

applied  in  the  3-3  direction,  the  fllm  Is  free  to  expand  in  -0.339  (unconstrained)  to  -0.207  (V/m)/(N/m^)  (con- 

the  l-l  and  2-2  directions  and  charges  will  develop  on  strained)  (Pennwalt  Corp.  I9H3).  (The  negative  sign 

the  3-3  surface.  Tlie  electrical  voltage  output  for  a  given  relates  to  application  of  a  compressive  force.)  Thus,  an 

thickness  t  of  piezofilm  with  stress  o  is  given  by  unconfined  piezofilm,  having  a  thickness  of  28  pm 

(0.001  in,),  when  subjected  to  u  10-MN/m^  tensile 
V  =  or  ( t )  strength  will  induce  a  voltage  computed  from  eq  I  of  95 

V.  For  the  same  circumstances,  a  confined  Him  will 
where  is  the  induced  electrical  voltage  and  is  the  produce  58  V.  Note  that  the  voltage  output  increases 

piezoelectric  voltage  constant  spev-^ific  to  the  film  under  with  applied  stress  and  also  increases  with  the  thickness 

consideration.  Pressure  here  is  applied  in  the  3-3  direc-  of  the  piezofilni. 


Table  2.  Comparative  properties  of  Kynar  PVDF  and  other  piezoelectric  materials. 


MuWrtuls 

Cm 

tirh'ilimhm 

Daisliy 

P 

M, !(/»/’> 

lUamlr 

iviwani 

E 

(Ninn 

Pkzm'lMrIc 

nmsiwii 

Sit 

(jm.) 

mii'i 

Avuiixllf 

tmiiciUmiv 

pc 

(-^1 

Quart/. 

X 

2.63  X  10’ 

77.2  X  10* 

.31)  X  10  ' 

14..1X  lO* 

RtK'hclIcsall 

45“X 

1.77  X  It)' 

17,7  X  10* 

90  X  10  ' 

3.6  X  10'' 

L 

3.7  X  10’ 

IlOx  10* 

3.2  X  1(1  ’ 

.10  X  1(1" 

Kvittir 

Z 

1.78  X  Kf 

2  X  10* 

2(X)x  10  ' 

1.9  X  10" 

FABRICATION  OF  THE  SHOCK  GAUGE 


Table  3.  Capacitance  values  of  shock  gauges. 


We  fabricated  shock  gauges  for  monitoring  shock 
pressure  attenuation  in  a  frozen  column  of  soil  using 
Pennwalt  model  DT1-028K  40-  by  15-n.m  films  that 
were  28  pm  thick  and  supplied  with  silver  paint  metal¬ 
lization.  As  received  from  the  manufacturer,  the  mate¬ 
rial  is  extremely  delicate.  Projecting  out  of  the  film  are 
two  tabs  to  which  lead  wires  must  be  attached.  Gauges 
with  attached  lead  wires  are  available  but  they  are 
com['aratively  more  expensive.  The  commercial  proc¬ 
ess  to  attach  leads  uses  a  riveted  connection;  the  added 
bulk  is  not  suitable  for  an  inclusion  gauge. 

Our  procedure  for  attaching  lead  wi  res  and  preparing 
the  gauge  for  embedding  in  the  frozen  soil  sample  is 
simple  (Fig.  4).  The  film  is  first  placed  flat  on  a  surface, 
and  one  of  the  two  tinned  lead  wires  is  brought  into 
contact  with  the  metal  foil  tab,  using  adhesive  tape  to 
keep  the  wire  in  position.  With  a  fine  brush,  a  dab  of  1- 
mm-diameter  silver  conductive  paint  is  placed  on  the 
tinned  lead  wires  in  contact  with  the  tab.  The  paint  is 
allowed  to  dry  for  about  6  hours.  The  paint  has  very  little 
mechanical  strength;  therefore,  a  drop  of  clear  epoxy 
was  used  to  provide  the  mechanical  strength.  After  an 
overnight  cure,  the  lead  wire  gains  sufficient  strength 
for  impact  calibration.  After  the  epoxy  has  cured,  con¬ 
tinuity  between  the  metallized  surface  and  the  lead  wire 
terminal  is  checked.  The  operation  is  repeated  for  both 
metal  tabs. 

Two  batches  of  gauges  were  manufactured  using  the 
28-nm-thick  Kynar  film.  The  first  batch  had  a  tiomlnal 


Fiffure  4.  PVDF  gauge  prepared  for  embedding  in  soil 
sample  before  freezing. 


Bait'll  A  Batch  B 

(30  X  /  3  mm)  (30x  12  mm) 


Gmtuc 

tUK 

Capaciiaiici’ 

(pF) 

Gaufic 

no. 

Capacliaiice 

IpF) 

ttf 

1250 

16 

1190 

06 

1200 

17 

771 

07 

1180 

18 

809 

08 

1140 

19 

791 

09 

12.50 

20 

662 

10 

1180 

21 

68.5 

II 

1180 

12 

1210 

23 

652 

13 

1310 

24 

636 

14 

1260 

25 

637 

15 

1280 

27 

660 

28 

690 

29 

705 

size  of  30  by  1 2  mm.  To  protect  the  metallized  surface 
and  insulate  it  from  moisture  when  the  gauge  is  embed¬ 
ded  in  soil,  both  sides  of  the  gauge  were  coated  with 
Micromeasurement  PCT-2  cellophane  tape.  As  a  qual¬ 
ity  check  after  we  coated  the  gauges,  we  measured  the 
capacitance  of  each  gauge  using  a  capacitance  bridge. 
All  gauges  of  the  second  batch,  except  gauge  16,  were 
manufactured  using  1 6-  by  1 2-mm  piezofilm.  Gauge  1 6 
was  made  32  by  1 6  mtn.  However,  for  improved  mois¬ 
ture  sealing,  we  laminated  all  these  gauges  in  a  lamina- 
tor  machine.  Table  3  lists  both  batches  of  the  gauges 
with  their  capacitance  values. 


INSTRUMENTATION 

The  responses  of  the  gauges  to  a  shock  wave  were 
monitored  on  a  Nicolet  4094A  digital  o.scillo.scope.  The 
basic  output  of  the  shock  gauge  is  an  electrical  charge 
that  needs  to  be  converted  to  voltage  for  input  to  the 
oscilloscope.  This  process  is  accomplished  by  the  use  of 
acharge  amplifier.  Also,  the  piezopolymer  shock  gauges 
produced  a  large  amount  of  charge,  requiring  the  u.se  of 
acharge  divider. 

A  block  diagram  of  the  instrumentation  system  is 
shown  in  Figure  5.  The  charge  divider  was  designed  and 
constructed  at  CRREL;  Figure  6  shows  its  design.  The 
purpose  nf  the  charge  divider  is  to  reduce  the  output 
charge  proportionately  to  the  charge  generated  at  the 
sen.sor.  This  is  accomplished  by  using  two  capacitors  of 
suitable  values,  one  parallel  and  another  in  series  with 
the  input  of  the  charge  amplifier.  From  Figure  6  it  cun 
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Figure  5.  Instrumentation  system  for  measuring  shock  pressure  hy  the  gauge. 


beseenthatifCi.CjandCjarecapacitanceofthegauge.  In  our  application  we  have  chosen  the  following 
parallelcapacitorandseriescapacitor.respectively.and  values  for  the  capacitors: 

Q^  3  charge  generated  in  the  shock  gauge  C,  s  1 500  pF 

3  charge  induced  across  capacitor  C.  Cj  »  1 00,000  pF 

l2]  -  charge  induced  across  terminals  AB  C,  b  1 1 , 1 000  pF . 

then  the  total  charge  Qj  can  be  found  from  Using  these  values  in  eq  3,  we  calcuiated  the  charge 

across  the  charge  amplifier  to  be  9.86%  of  Qj. 

Qx-Qi*  Qj*  Qy  charge  divider  reduced  the  input  to 

the  charge  amplifier  to  approximately  10%  ofthequan^ 
If  K  a  voltage  across  each  of  these  capacitors,  then  tity  of  charge  generated  by  the  gauge, 
considering  Q,  3  V'C,,  ^2=  VC^and  VCy  it  can  be  Theoutput  from  the  charge  divider  is  fed  through  the 

seen  thnt  charge  aiiipiirict  into  the  Nicoiet  Model  4094A  digital 

oscilloscope.  The  data  from  the  oscilloscope  can  be 

g3-  ^3  .  (3)  plotted  on  either  an  x-y  plotter  o:  permanently  recorded 

Qx  C I  +C2  +  C3  on  a  floppy  disk. 


Figure  6.  Circuit  diagram  of  the  charge  divider. 


SHOCK  (;au(.e  calibration 

Hupkinson  bar  apparatus 

The  shock  gauge  was  calibrated  in  the  CRREL 
Hopkinson  bar  apparatus.  The  apparatus  has  been  de¬ 
scribed  in  detail  by  Dutta  et  al.  (1987).  In  brief,  the 
system  consistsoftwo  long.collineur.cylindrical  burs, 
one  of  which  is  struck  by  a  short,  solid,  cylindrical 
striker  bar.  The  resulting  stress  wave  propagates  through 
the  first  bur  and  impacts  the  test  specimen,  which  is 
mounted  between  tlie  two  bars.  The  incident  und  re¬ 
flected  Stress  waves  in  the  first  bur  und  the  transmitted 
stress  wuve  in  the  second  bur  are  measured  by  strain 
gauges  mounted  on  each  bar. 

For  calibration,  the  shock  gauge  was  placed  at  the 
interface  between  the  two  burs.  The  test  arrangement  is 
shown  in  Figure  7. 

Under  the  assumption  that  there  is  negl  igible  attenu¬ 
ation  of  the  stress  wave  between  the  interface  und  the 
foil  strain  gauge  located  on  the  second  bar,  the  stress 
measured  by  the  test  .shock  gauge  would  be  the  same  us 
the  trunsndtted  stress  measured  on  the  second  bur  by  the 
foil  strain  gauge.  The  amplitude  of  the  stress  wuve  cun 
be  varied  by  changing  the  impact  velocity  of  the  short 
striker  bar  (which  is  driven  by  compressed  air  from  a 
cylinder). 

We  built  .10  piezopolymer  gauges,  including  the 
first  five  prototypes  for  calibration  te.sts.  The  follow¬ 
ing  results  are  from  the  calibration  tests. 


Pressure  calibration 

We  tested  gauge  1  with  impact  force  levels  resulting 
from  accelerating  the  striker  with  pressures  increasing 
in  20-KN/m*  increments  from  40  to  160  KN/m^.  The 
stress  wuve  outputs  from  the  shock  gauge  and  the  stress 
waves  recorded  by  the  strain  gauge  mounted  on  bar  2  are 
shown  in  Figure  8.  The  numbers  as.sociated  with  each 
curve  represent  corresponding  waveforms.  Figure  9  is  a 
plot  of  the  calibration  data  giver,  in  Table  4. 

One  of  the  gauges  was  subjected  to  a  repeatability 
test  of  seven  successive  impacts  at  a  constant  com¬ 
pressed  air  pressure  of  48  KN/m-.  The  gauge  output 
wavefomt  truces  from  these  successive  impacts  are 
shown  in  Figure  10.  Single  truces  from  the  straingauges 
on  bars  1  and  2  are  also  shown  for  reference.  Note  that 
successive  truces  from  the  gauge  have  excellent  super- 
imposition,  showing  reasonably  good  repeatability. 

Because  in  the  actual  experiment  the  shock  wuve 
.stress  value  in  frozen  soil  will  be  much  lower,  about 
17.5  MN/m^,  sub.sequent  gauges  were  all  calibrated  at 
only  four  points,  with  the  maximum  stress  level  being 
below  17.5  MN/nr.  Table  5  gives  the  results  of  these 
calibration  tests. 

It  is  evident  from  Table  5  that  the  calibration  factor 
varied  from  gauge  to  gauge.  This  is  expected  bccuu.se  of 
differences  in  the  coatings,  und  possibly  in  the  thick¬ 
nesses  of  the  gauges.  However,  the  range  of  variation  is 
still  rather  small;  we  can  .see  the  standard  deviation  Is 
only  0.153  for  the  mean  of  15.886  (KN/m^)/mV,  and 


Fiaurc  7.  Shock  fioufic  calihivtioii  test  setup. 
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Figure  8.  Comparison  of  impact  stress  and  shock  ftciuae  output 
in  Hopkinson  bar  test. 
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Figure  9.  Typical  plot  of  calibration  data. 


Table  4.  Calibration  data  of  stress  vs  shock  gauge  output. 


Compressfii 
air  pressure 

Imldeniwave 

* 

Transmtiieilwave 

SlitK'li  itaiim 
iseak 

umplliutle 

IV) 

tlh/iii.') 

(KNInr) 

<mV) 

(Ihlln-) 

IMNIm'l 

(mV) 

(Ihlln-) 

IMNIm'l 

6 

41.4 

9.356 

1664.7 

11.478 

8.656 

1540.1 

10.619 

0.731 

9 

62.1 

20.328 

3616.9 

24.938 

19.253 

3425.6 

23.619 

1.56 

12 

82.7 

29.078 

5173.7 

35.673 

27.822 

4950.2 

34.132 

2.042 

IS 

103.4 

35.300 

6280.8 

43.306 

33.528 

5965.5 

41.132 

2.858 

18 

124.1 

40.900 

7277,1 

50.176 

38.9.34 

6927.3 

47.764 

2.841 

21 

144.8 

45.700 

8131.2 

56.064 

43.513 

7742.1 

53.381 

3.08S 

24 

165.5 

49.922 

8882.4 

61.244 

47.581 

8465.8 

58.372 

3.301 

*Hopkinson  bur  scale  t'aciors: 


1  mV«  1 77.925  Ib/in.^ 

I  mV  -  1. 226792  (N/m’)x  lO* 
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Table  5.  Individual  calibration  test  results  of  the  PVDF  shock  gauges. 


Gauge 

Gauge  Input  peak  stress  output  Calihratlonfactor  Average  caUhratlonfacior:  F 


no. 

(IbUn}) 

(mV) 

l(lb/ln.hlmV) 

l(KN/m‘)lmVl 

.l(lb/lnj‘)lmV] 

(lKN/m‘)lmVJ 

Batch  A 

5 

335.7 

2.3 

143.0 

2J48 

16.186 

2.480 

17.102 

1581.9 

10.9 

626.3 

2.526 

17.415 

2I88JI 

15.1 

852.3 

2i68 

17.705 

6 

295.2 

2.0 

161.5 

1.828 

12.603 

2.029 

13.993 

1421.8 

9.8 

667.6 

2.130 

14.684 

2045.6 

14.1 

960.0 

2.t31 

14.692 

7 

496.0 

3.4 

280.6 

2.381 

16.414 

2.474 

17.056 

1388.9 

9.6 

569.4 

2.439 

16.819 

2519.6 

17.4 

968.6 

2.601 

17.936 

8 

730.6 

5.0 

327.9 

2.228 

15.363 

2.324 

16.026 

1505.4 

10.4 

643.9 

2.338 

16.120 

2274.6 

15.7 

945.1 

2.407 

16.594 

9 

521.5 

3.6 

241.3 

2.161 

14.902 

2.297 

15.841 

1505.1 

10.4 

643.9 

2.337 

16.117 

2166.2 

14,9 

905.0 

2.394 

16.504 

10 

563.3 

3.9 

259.5 

2.171 

14.967 

2.256 

15.557 

1411.7 

9.7 

611.5 

2.309 

15.918 

2154.0 

14.9 

940.8 

2.290 

15.786 

II 

497.7 

3.4 

224.4 

2.218 

15.293 

2.255 

I5.S47 

1461.4 

10.1 

656.1 

2.228 

15.362 

2313.6 

16.0 

997.9 

2.318 

15.986 

12 

506.6 

3i 

224.8 

2.254 

15.538 

2.311 

15.931 

1387.2 

9.6 

605.8 

2.290 

15.789 

2140.1 

14.8 

896.1 

2.388 

16.467 

13 

637.1 

4.4 

312.1 

2.041 

14.075 

2.097 

14,457 

1429.4 

9.9 

692.4 

2.064 

14.234 

2205.7 

15.2 

1009.8 

2.184 

15.061 

14 

751.7 

5.2 

330.4 

2.275 

15.687 

2J0I 

15.866 

1561.8 

10.8 

687.5 

2.272 

15.663 

2318.5 

16.0 

983.9 

2.356 

16.248 

IS 

371.5 

2.6 

185.1 

2.007 

13.838 

2.095 

14.444 

1467.9 

lO.l 

686.4 

2.139 

14.745 

2267.5 

15.6 

1060.0 

2.139 

1 4.749 

within  this  limit  the  gauges  can  be  used  interchangea¬ 
bly. 

The  experimental  program  calls  for  measuring  stress 
waves  at  three  points  in  the  frozen  soil  column.  Thus, 
three  sets  of  voltage  dividers  and  charge  amplifiers  will 
be  used.  To  check  to  see  if  the  systems  are  interchange¬ 
able,  we  conducted  additional  tests  by  pairing  charge 


dividers  and  charge  amplifiers  for  three  separate  sys¬ 
tems,  but  using  the  same  shock  gauge  for  each  paired 
set. 

Table  6  gives  the  results  of  this  test.  We  noticed 
about  a  IS.3%  difference  between  the  maximum  and 
minimum  values  in  the  calibration  factordata  set.  How¬ 
ever.  this  discrepancy  cannot  be  attributed  to  the  instru- 
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Table  5.  (cont’d). 


Gouge 


Gauge  Input  peai  stress  output  _ Calibrailonfactor _  Average  callbrationfactor;  F 


no. 

(Ib/ln.^) 

iMNIn?) 

imV) 

i(mn})lmV] 

IIKNIm‘)lmV] 

l(lb/ln.^l)mVI 

(IKNIn^)lmV] 

Batch  B 

16 

1063.1 

73 

2423 

4.384 

30.227 

4,214 

29.033 

1779.8 

12.3 

431.9 

4.121 

28.413 

2394.3 

17.9 

627.1 

4.137 

28324 

17 

479.9 

3.3 

143.4 

3.347 

23.075 

3.478 

23983 

1680.9 

11.6 

491.8 

3.418 

23.366 

2427.6 

16.7 

661.4 

3.670 

23.307 

18 

828.4 

3.7 

218.0 

3.800 

26.201 

3.914 

26.990 

1710.4 

11.8 

440.8 

3.880 

26.734 

2422.1 

16.7 

396.1 

4.063 

28.016 

19 

832.2 

3.7 

229.8 

3.621 

24.970 

3.607 

24.867 

1931.6 

13.3 

342,6 

3360 

24.343 

2384.2 

16.4 

633.3 

3.638 

25.086 

20 

394.4 

4.1 

142.4 

4.174 

28.781 

4.383 

30.221 

1368.1 

10.8 

361.4 

4.339 

29.917 

2264.6 

13.6 

4883 

4.636 

31.964 

21 

600.0 

4.1 

136.6 

4.392 

30.286 

4.745 

32,716 

1474.6 

10.2 

313.0 

4.681 

32.277 

2I78J 

13.0 

422.1 

S.16I 

35.386 

23 

731.2 

3.2 

1723 

4.333 

30.026 

4.523 

31.188 

1274.4 

8.8 

286.9 

4.442 

30.627 

2164.6 

14,9 

4333 

4.773 

32.911 

24 

636.1 

4.4 

110.4 

5.762 

39.727 

63)34 

41.603 

1380.0 

9J 

227.2 

6.074 

41.880 

2024.3 

14.0 

323.1 

6.266 

43.203 

23 

722.3 

3.0 

132.6 

5.447 

37.359 

5.818 

40.114 

1390.0 

9.6 

243.2 

5.715 

39.408 

2133.1 

14.7 

339.4 

6.291 

43.373 

27 

640.0 

4.4 

190.8 

3.334 

23.128 

3.463 

23,897 

1431.7 

9.9 

411.6 

3.478 

23.983 

2080.1 

14.3 

384.8 

3357 

24.325 

28 

712.3 

4.9 

1763 

4.036 

27.826 

4.184 

28.831 

1371.9 

10.8 

374,8 

4.194 

28.917 

2167.4 

14.9 

5013 

4.324 

29.811 

29 

307.4 

2.1 

94.2 

3.263 

22.300 

3.329 

22.951 

1437.9 

9.9 

444.0 

3.231 

22.279 

2209.6 

13.2 

632.9 

3.491 

24.072 
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Table  ti.  Interchangeability  of  interface  instrumentation. 


Gauge 

no. 

Charge 

divider 

no. 

Charge 

amplifier 

no. 

Impact  stress 

Gauge 

ouipiii 

(mV) 

Calihration factor  I 

(Mn?) 

(MNIn?) 

imn.^UmVj 

l(KmP)lmVI 

5 

1 

1 

607.2 

4.2 

241.5 

2.514 

17.336 

ISt8..S 

10.5 

683.1 

2.223 

15.327 

2348.6 

16.2 

1004.2 

2.339 

16.126 

3 

2 

2 

638.9 

4.4 

278.5 

2.294 

15.818 

1630.2 

11.2 

660.5 

2.468 

17.018 

2435.9 

16.8 

927.6 

2.626 

18.106 

S 

3 

1810.9 

12.5 

728.9 

2.484 

17.130 

2399.8 

16.5 

962.1 

2.494 

17.198 

mentation  system  alone,  as  even  a  single  gauge  with  the 
same  instrumentation  produced  about  a  12%  variation 
in  the  calibration  factor  data  among  impact  blows. 
Thus,  in  general,  a  1 5%  scatter  in  the  data  isn’t  unusual 
when  gauges  and  instrumentation  systems  are  used 
interchangeably. 

GENERAL  REMARKS  AND  CONCLUSIONS 

PVDF  piezopolymer  is  a  highly  sensitive  seasor 
material  that  is  very  good  for  shock  or  impact  measure¬ 
ments.  The  material  iscompliant,  lightweight  and  tough. 
Thus,  it  is  vastly  different  from  other  welt  known 
piezoelectric  materials,  such  as  quartz,  Rochelle  salt 
and  other  piezoceramics.  For  application  us  a  shock 
gauge  it  needs  to  be  configured  properly. 

The  high  sensitivity  of  this  material  is  of  great 
advantage.  A  very  large  signal-to-noise  ratio  was  ob¬ 
tained  in  all  our  tests;  the  output  was  so  large  that  we 
needed  to  use  a  charge  divider  to  reduce  the  output  for 
our  oscilloscope. 

The  greatest  advantage  that  we  found  was  in  its  low 
acoustic  impedance  (pc  value).  Its  good  impedance 
matching  in  soil  will  allow  efficient  energy  transfer  and 
significantly  low  signal  distortion.  With  the  proper 
selection  of  the  polymer  for  encapsulation,  unique 
impedance-matched  transducers  cun  be  fabricated  u.s- 
ing  this  material. 

The  material  is  less  expensive  than  other  piezoelec¬ 
tric  materials.  Fabrication  of  the  film  to  develop  the 
transducer  is  also  relatively  easy. 

The  low-temperature  properties  of  our  gauge  have 
not  yet  been  evaluated,  but  the  room-temperature  prop¬ 


erties  appear  to  be  adequate  for  its  application  as  a  shock 
gauge.  We  noticed  that  gauge  output  linearity  degraded 
when  viewed  over  a  wide  range  of  pressures.  Minor 
variations  in  repeatability  have  also  been  observed  from 
gauge  to  gauge.  These  variations  can  be  attributed  to 
fabricating  inconsistencies  and  are  not  the  result  of 
intrinsic  variations  in  material  properties.  For  very  pre¬ 
cise  measurements,  individual  gauge  calibration  will  be 
needed.  For  shock  wave  measurements  in  frozen  soil, 
the  gauges  will  need  to  be  individually  calibrated  at  low 
temperatures  and  in  the  expected  range  of  shock  wave 
loading. 
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